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ATMOSPHERIC TEMPERATURE MEASUREMENTS USING RAMAN LIDAR
by Jack A. Salzman and Thom A. Coney
Lewis Research Center
SUMMARY
Experiments were conducted to demonstrate that the Raman-shifted return of a
lidar system can be used to remotely measure atmospheric temperature. The measure-
ment technique involves simultaneously monitoring the intensities of two portions of the
Raman signal sampled from a preset range and examining the ratio of their intensities.
A theoretical analysis relating the ratio of the Raman spectral intensities transmitted by
a variety of interference filter pairs was performed to establish a predicted temperature
measurement sensitivity. Experimental data were obtained at a horizontal range of
about 100 meters for ambient air temperatures ranging from -100 to 220 C during both
daylight and night time hours.
Data were also obtained using a 12-meter-long volume of temperature-controlled
air. The temperature within the zone was varied from 250 C below to 150 C above the
ambient air temperature. These tests indicate that 10 shots, or 1 minute of data acqui-
sition, can provide absolute temperature measurements with an accuracy of +40 C at a
distance of 100 meters. The theoretical and experimental results compared favorably,
and system capabilities were near those predicted for the particular unit tested.
INTRODUCTION
Lidar systems are presently being used on an experimental scale to measure a wide
variety of meteorological variables. A number of investigators are regularly observing
elastically backscattered light to remotely measure atmosphere modeling parameters
such as aerosol and particulate distributions (refs. 1 to 5). Others have investigated the
incorporation of lidar techniques with inelastic Raman scattering to measure atmos-
pheric temperature (ref. 6) and constituent and pollution levels (refs. 7 to 11). A
method of using Raman scattering for temperature measurements, which was suggested
for use in atmospheric probing (ref. 12), has been shown to be feasible in the laboratory
(refs. 13 to 15). The technique involves the examination of the ratio of the measured
intensities of at least two portions of the Raman scattered signal from the atmosphere.
The purpose of this project was to demonstrate the feasibility of using the technique,
integrated with a lidar system, to make remote measurements of atmospheric tempera-
ture. To achieve this purpose a lidar system was constructed at the Lewis Research
Center (ref. 16). The lidar system was designed to simultaneously sample two portions
of the Raman spectrum from a preset range through the use of a beam splitter and two
interference filters. Because a major problem in past lidar studies has been the lack of
calibrated baseline measurements, a test range was also constructed wherein the tem-
perature of a large volume of air could be controlled and monitored. The test range had
a total horizontal path length of 200 meters with the target volume located 100 meters
from the lidar unit. The temperature of the air in the target volume could be raised or
lowered with respect to the temperature of the ambient air.
This report presents a discussion of measurement theory, instrumentation, proce-
dure, and resulting experimental data. Included is a direct comparison of the theoreti-
cal and experimental results. The experimental data were obtained at ambient air tem-
peratures ranging from -110 to 220 C and at controlled air temperatures ranging from
-300 to 300 C.
THEORY OF MEASUREMENT TECHNIQUE
Background
Fundamental Raman theory is well documented. Using that theory and considering
only the contributions from the oxygen and nitrogen components of air, Coney and
Salzman (ref. 13) modeled the Raman rotational spectrum of air. The relative line in-
tensities, positions, and shapes of the model compared well with experimental spectra.
The theoretical equations used to obtain the model related the rotational spectral in-
tensity to the temperature of the air producing the spectrum. This temperature depend-
ence is demonstrated in figure 1 in which two rotational spectra of air are shown, one
calculated assuming an air temperature of 243 K and the other an air temperature of
313 K. For illustrative purposes the spectra shown in figure 1 were calculated to repre-
sent the throughput of a monochromator with a slit width near 2 inverse centimeters
(ref. 13). Note that the actual Raman line widths before instrument distortion are
approximately 10 percent of those shown.
Figure 1 also illustrates that a measure of the spectral line intensities can be a
measure of the temperature of the air. This was shown in the laboratory to be the case
(refs. 13 to 15). With only slight variation, this is the measurement technique used in
this study.
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As previously stated, the purpose of this study was to use this technique in a field
demonstration of a lidar unit to remotely measure air temperature. Because the amount
of light inelastically scattered from a remote sample of air is very small, interference
filters with their comparatively high light gathering capabilities and large apertures
were used to achieve wavelength selection. Thus, spectral band intensities, rather than
spectral line intensities, were measured, resulting in a maximization of return signal
statistics. To insure that the temperature measurement was independent of varying at-
mospheric transmission and electronic response characteristics, the transmitted inten-
sities of two different spectral bands were simultaneously measured and their ratio re-
lated to the air temperature. Since the difference between the center wavelengths of any
two bands in the rotational spectrum is small, the uncalibrated atmospheric and elec-
tronic effects, to a good approximation, have the same effect on both band intensities.
By taking their ratio, these effects are canceled. The simultaneity of the dual measure-
ment resulted in high temporal resolution and made real-time temperature measure-
ments possible.
Selection of Spectral Bands
The specific spectral bands (denoted by interference filter center wavelength and
bandwidth) to be used in the temperature measurement were chosen through an analysis
of the sensitivity of the band intensities to changes in temperature and through an analy-
sis of the system statistics. This analysis could be most simply accomplished by as-
suming the filter transmittances as a function of wavelength to be Gaussian shaped and
by approximating the broadened Raman spectrum by an ideal line spectrum. A compar-
ison of the measured transmittance of a filter and a Gaussian curve fitted to it (fig. 2)
showed the assumption to be justified. Using a Gaussian filter transmittance, a com-
parison of band intensities calculated with an actual Raman spectrum having finite band-
widths and with a simpler line spectrum showed such an approximation also to be ade-
quate.
The most desirable spectral band or filter combination is that resulting in the lowest
standard deviation of the temperature. Reference 17 showed the standard deviation to be
given by the equation
AT I1 IJ(J + 1K) 1/2 (1)
slope 3
where the slope is simply
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IK(TI) IK(T2)
slope = KK T 2  (2)
T1 - T2
and where IJ and IK are the total of the dimensionless Raman line intensities trans-
mitted through the J and K filter bands and are directly related to the lidar return
signal, and T1 and T2 are two different air temperatures. To obtain the filter com-
bination producing the minimum AT, all possible band combinations must be considered.
This was accomplished, within practical limits, by calculating total band intensities at
each of two air temperatures near 253 K for filter center wavelengths ranging from
686.6 to 702.2 nanometers in 0.2-nanometer increments. The bandwidths at each of the
center wavelengths ranged from 0.4 to 3.8 nanometers in 0. 2-nanometer increments.
The total Raman return signal detected was assumed to be about 104 photons. All the
resulting band intensities were appropriately substituted into equation (1). Four spec-
tral band combinations produced relative minima in the standard deviation. Table I
lists these combinations using the notation 687.6-2. 4, where the center wavelength is
687.6 nanometers and the bandwidth is 2.4 nanometers. (This notation is used through-
out the remainder of the report.) The absolute values of the standard deviations pre-
sented were obtained through a normalization process based on an estimated Raman sig-
nal return and assuming typical lidar system efficiencies. The existence of four minima
can be accounted for by noting the spectral behavior as a function of temperature in the
four regions (A to D) in figure 1. In regions A arid D the spectral intensity decreases
with an increase in temperature. In regions B and C the spectral intensity increases
with an increase in temperature. Therefore, the ratio of an increasing region either B
or C with a decreasing region either A or D will result in an enhanced variation with
temperature.
These results, which indicate the ideal filter combinations to be used to measure air
temperature, must be weighted by practical limitations associated with the use of inter-
ference filters. A very significant limitation is a consequence of the dependence of the
filter transmittance on the incident angle of the light being filtered. Because the trans-
mittance curve "shifts" toward the shorter wavelength as a function of the deviation of
that angle from the normal (ref. 18), the blocking of the laser line by a thin film inter-
ference filter designed to transmit in the Stokes spectrum may be effectively degraded
if the incident light can reach the filter at some high angle of incidence. Because of the
relatively high intensity of the Rayleigh-Mie return, multiple reflections leading to that
situation are highly probable. In fact, this type of leakage was noted experimentally.
A second disadvantage in using filters transmitting in the Stokes spectrum becomes
evident when consideration is given to the fluorescence spectrum. Since fluorescence
results in scattered light having for the most part wavelengths greater than the source
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(i. e., the laser wavelength), the total light intensity transmitted by a Stokes filter may
include a component scattered by fluorescence in addition to that scattered by the Raman
process. Therefore, to minimize any difficulties associated with the angle dependence
of the filters and to avoid the inclusion of fluorescent light, filters transmitting in the
Stokes spectrum were not considered for use in the remote temperature measurement.
Thus, the theoretical combination most practically suitable for making the temperature
measurement is that using the 687.8-2.6 and 692.6-0.8 filters (table I).
The final filter selection rests on the availability of filters having the desired trans-
mittance as well as having sufficient blocking outside the bandpass region (i. e., at least
10- 5 rejection at the laser wavelength). No difficulty was anticipated in obtaining the
broadband filter. However, a 692.6-0.8 filter could not be found with an acceptable
laser line rejection or blocking. To insure the desired rejection, the narrow band filter
was shifted away from the laser line. The combination finally used to make the temper-
ature measurement consisted of a 691.3-0.4 and 687.4-2.4 filter pair. The standard
deviation of a temperature measurement made with this filter pair was predicted to be
12. 5 K.
Ratio Variation with Air Temperature
Having established the two spectral bands to be used in making the temperature
measurement, it is possible to calculate the variation of their ratio as a function of air
temperature for the proposed measurement system (ref. 13). This variation is shown in
figure 3 for the 691.3-0.4 and 687.4-2.4 filter combination.
Small temporary or permanent changes can occur in the filter transmittances as a
consequence of fluctuations in filter temperature and of the normal aging process of
filters. The effect of these potential changes on predicted correlations such as shown in
figure 3 must be evaluated to accurately relate experimental data to this correlation.
Figure 4 shows the intensity ratio - temperature curves calculated using filter combina-
tions having transmittance characteristics slightly different from those specified. A
comparison of these curves indicates that significant variations in the magnitude of the
ratios can occur for only minor filter value changes. Consequently, such changes could
result in serious errors in the measurement of absolute temperature and should be con-
sidered in the evaluation and design of the measuring system.
The impact of filter value changes on relative temperature measurements is not as
significant if a normalization process is used in the system calibration procedures.
First, a calibration curve for the actual system can be obtained by matching a theoreti-
cal curve such as those in figure 4 to a range of experimental data. (The data must have
been obtained using a single filter pair under conditions assuring no shift in the trans-
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mittance characteristics of the filters.) Then subsequent temperature measurements
can be made using only one ratio measurement at a known temperature to establish an
interim reference calibration point. This point can be normalized to the system cali-
bration curve and associated ratio measurements at unknown temperatures, corrected
by the resulting normalization factor. This procedure is illustrated in figure 5. Shown
are the two curves in figure 4 that represent the extremes of ratio magnitudes normal-
ized to the 691.3-0.4 - 687.4-2.4 calibration value at a temperature of -100 C.
Even though filter extremes were used in figure 5, the temperature sensitivity (i.e.,
slope) of the three filter pairs are only slightly different. The maximum temperature
measurement discrepancy associated with these shifted transmittances is about 5 K after
normalization. In addition, this error can be considerably reduced if the reference or
normalizing measurement is made at a temperature near the unknown temperature.
The relative constancy of the temperature sensitivity can be explained by noting that
the narrow band filter is transmitting in a region of the spectrum that changes only
slightly with air temperature, while the broadband filter is transmitting in a region in
which the change is nearly constant. Therefore, slight shifts in filter transmittance
affect ratio magnitude but not temperature sensitivity.
APPARATUS AND PROCEDURE
Test Facility
To evaluate the potential of the measurement technique and to acquire field test data
with the Raman lidar unit, a test range was constructed at the Lewis Research Center.
This test range encompasses a total horizontal path length of 200 meters and consists of
the three major components shown in figure 6. A 2.2- by 7. 5-meter trailer houses the
basic lidar system, associated alinement gear, and other test and control equipment.
Located 100 meters from the trailer is a control zone, which contains a test volume of
air, the temperature of which can be either raised or lowered with respect to the am-
bient outside temperature. Located 200 meters from the trailer is an energy dump and
safety shield which terminates the laser beam's path and satisfies other safety require-
ments.
An interior view of the lidar trailer is shown in figure 7 locating the various control
and electronic assemblies. All the test operations are controlled from this trailer com-
partment, and all range personnel remain in this area during testing. The laser and re-
ceiving telescope are separated from this compartment by an opaque wall for safety and
for the isolation of the detected light from normal trailer lighting. A small hatch
positioned in the front of the trailer allows the laser light pulse to leave and the scattered
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light to enter. The entire trailer is stabilized through a hard mounting system.
The control zone shown in figure 8 is 2.4 meters in diameter and 12 meters long.
With the end doors closed the temperature of the air inside can be raised through the use
of infrared heaters or cooled through the use of a liquid-nitrogen heat exchanger and cir-
culation system. The limits on the attainable difference between zone and ambient air
temperatures were +150 and -250 C. The maximum positive temperature difference is
due simply to a limitation of heater power. The maximum negative temperature differ-
ence is dictated by the increasing potential for condensation or fog generation at larger
differences. A series of thermocouple rakes is used to continuously monitor the air
temperature. When the desired air temperature is reached, the hinged doors at each
end of the zone are remotely opened for testing. A 0.6-meter wide collar is positioned
at each end of the zone (visible in fig. 8) to restrict air flow in or out of the zone. This
collar then provides a 1.2-meter diameter aperture through which the laser pulse can
enter and leave the control zone.
After traversing the control zone, the path of the laser pulse is terminated at the
energy dump (fig. 9). To prevent high intensity reflection, both for the protection of
area personnel and the detection electronics, the energy dump is constructed from a
double row of light absorbing cones set in a 1. 2-meter-square array. This energy dump
is then backed by a large flat black screen (fig. 9) to prevent any laser light around the
perimeter of the beam from proceeding down range.
Raman Lidar Unit
A schematic of the optical design of the lidar unit is shown in figure 10. The trans-
mitter, which supplies the incident light, is a Q-switched ruby laser operating with an
output wavelength of 694.3 nanometers. The output pulse width is 20 nanoseconds (6-m
long), and the output energy is 4 joules per pulse at the rate of 10 pulses per minute.
The relative energy from each pulse is monitored with a photodiode detector and storage
oscilloscope. The light scattered from the pulse as it passes through the atmosphere is
collected by an f/13 Schmidt-Cassegrain telescope 25.4 centimeters in diameter. Be-
cause of the short ranges involved in this testing, the optical axis of this telescope is
alined to intersect the path of the light pulse at a range of 100 meters. This requires
that they converge at an angle of about 8 minutes.
Light collected by the telescope is passed to an optics box where it is first split
into two components by a pellicle beam splitter with each component then going to a
filter-PMT (photomultiplier tube) assembly. In the wavelength region of concern in this
study (i.e., near 700 nm) the beam splitter reflects 27 and 73 percent, respectively,
of the polarized and unpolarized components of the return light. The filter-detector
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assemblies (i. e., filter 1 - PMT 1 and filter 2 - PMT 2 in fig. 10) supply the Raman
intensity data used in the temperature measurement. The temperature of these filters
is controlled through use of a liquid circulation system in order to maintain constant
their transmission characteristics during a test series. The relative gain of the PMT's
can be periodically checked using a light emitting diode-fiber optic unit. A portion of the
combination Rayleigh-Mie scattered light at 694. 3 nanometers, which is rejected and,
thus, partially reflected by filters 1 and 2, is monitored using the filter 3 - PMT 3
assembly.
The signal outputs of the three filter-PMT assemblies are sent to an electronics
unit for processing and display (fig. 11). The Rayleigh-Mie signal is simply displayed
on an oscilloscope and recorded on polaroid film. The Raman signals are also sent to
an oscilloscope display, but, in addition, they are processed for a more accurate read-
out and storage. A fixed segment (normally 20 to 80 nsec) of the total return signal is
sampled during each test. The relative time at which this sample is taken after the
laser firing determines the range from which the scattered light is being detected. The
time or range at which the sample is taken can be continuously adjusted from about 80 to
200 meters. The signal is sampled and gated using a standard nuclear instrumentation
module called a "linear gate and hold" by its manufacturer. This gate has a 100-
megahertz analog bandwidth and a combined gate opening and closing time of 5 nanosec-
onds. The gate output is integrated and held such that the magnitude of the output is a
linear function of the integral of the signal during the gate opening. Because the output
is held for 500 microseconds, it can be digitized by moderate-speed commercial analog-
to-digital converters for display on a light-emitting-diode numeric array and for storage
on printed tape. A more detailed description of these detection electronics can be found
in reference 16.
Test Procedures
Before actual testing, a normal warmup period of about 30 minutes was required to
establish the correct filter and PMT temperatures and to stabilize drift in the detection
electronics. This time was used to prepare the test range for firing and to aline the
laser and telescope units. Through the use of a small continuous wave laser and auto-
collimation techniques, it was possible to precisely determine the output path of the ruby
laser. This laser output was then alined along the centerline of the test range, and a
light was positioned in its path 100 meters downrange. This point also coincided with the
center of the control zone. The direction and focus of the telescope was adjusted until
its image of the alinement light was positioned along the centerline of the filter-PMT
assemblies and the image-plane was at the cathode surface of the PMT's. Because large
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variations were noted in the quantum efficiency of the photocathode as an image was
scanned across it, this alinement procedure was very critical to the acquisition of re-
peatable data.
After the detection electronics were fully warmed up, a series of known .currents
were fed into the first stage amplifiers of each Raman channel, and their components
were balanced to provide identical gain characteristics and outputs. Although similar
attempts were made to equalize the gains of the two Raman PMT's by adjusting their
bias voltages, an exact balance could never be achieved or maintained without great
care and effort. Because of this difficulty, the established procedure was to measure
the gain difference of the PMT's (normally less than 10 percent) before testing and then
monitor the relative gains continuously during testing. This gain factor could then be
applied to the data to yield a true Raman signal intensity ratio for each test.
Final adjustments of the detection electronics involved setting the various sequence
times such as the PMT gate-on time, PMT gate-off time, and the signal sample time.
The original electronics design (ref. 16) employed a laser light pulse detector for time
synchronization. Problems were encountered with this scheme when it was used in com-
bination with PMT gain-gating. If the PMT's were left gated off for more that 200 nano-
seconds after the laser was fired, an afterpulse was emitted from the PMT's. (After-
pulsing has been noted by other investigators. See refs. 19 and 20.) This problem,
together with an inherent switching delay in the gating circuitry of about 200 nanoseconds,
required that a time synchronization input be supplied to the gating trigger before the
actual laser firing. This requirement was met by the use of a pulse from the Q-switch
thyratron circuitry. All time sequences were subsequently set from this base time and,
therefore, it was important that the jitter of the laser output be small. It was estab-
lished that, if the actual laser firing followed two flashlamp firings, the output jitter for
all following shots was less than 10 nanoseconds. All test series were, therefore, pre-
ceded by a flashlamp firing sequence.
After a test series was initiated and signals were received on both the Raman
channels and the Rayleigh-Mie channel, another system check was made prior to data
acquisition. One of the primary concerns in the operation of the system was that the
signal in each temperature data channel was a pure Raman signal and did not contain
signals attributable to scattered light at the exciting laser wavelength (694.3 nm). To
determine this, first a shutter on the optics box was closed to establish a null signal
condition on all channels. Then a narrow band interference filter with a passband cen-
tered at 694.3 nanometers was placed in front of the optics box, and the shutter was
opened. Under these conditions, the Rayleigh-Mie signal returned to about 50 percent
of its original value while neither of the Raman channels indicated any signal above the
null baseline. This result was taken as evidence that the Raman filters provided suffi-
cient blocking of the 694.3-nanometer return signal and that Raman data acquisition
could proceed.
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RESULTS AND DISCUSSION
If the signal outputs of the three filter-PMT assemblies are displayed on an oscillo-
scope, the resulting voltage traces are as shown in figure 12. The waveforms repre-
sented in this figure were traced from high-speed polaroid photographs and, therefore,
are representative of the shapes and signal-to-noise ratios that were actually received.
The vertical scales of the two Raman channels are the same, and their intensities can be
compared directly. The intensity scale of the Rayleigh-Mie channel, however, is arbi-
trary because of the secondary nature of its signal acquisition. Only qualitative meas-
urements are made with this signal. The actual Rayleigh-Mie scattered light intensity
is at least three orders of magnitude greater than the Raman intensity.
In each of the traces in figure 12, at time or range equal to zero, the light pulse
leaves the laser, and the intensity level is that of the electrical baseline. Tests were
conducted during both daylight and nighttime hours, and in all cases the background level
due to ambient light intensities was within the noise level of the system. This complete
lack of background ambient light can be attributed in part to the horizontal beam path and
the terminating energy dump. No tests were made to evaluate the effects of these con-
straints. After the light pulse leaves the laser, the received signal starts to increase
until it reaches a maximum near that range where the beam path is fully within the field-
of-view of the receiver telescope. After the full-on point the mean return signal de-
creases as the inverse square of the range. The increased signal at a range of
200 meters represents a reflection from the energy dump. The large variations near the
beginning of the signal trace are due to electrical noise generated in the laser Q-switch
circuitry. Although great care was taken to shield all system components, these noise
fluctuations could not be reduced below that shown in the typical traces of figure 12.
Fortunately, these fluctuations damped out rapidly, and their amplitude near the 100-
meter range was well below that due to normal light scattering and PMT statistics.
The magnitude of the Raman return signals as shown in figure 12 agree well with
values calculated using standard lidar formulas (e.g., ref. 20). Sample calculations
were made as a function of range for the signal expected through a 30-percent transmit-
tance interference filter with a passband centered at 691.4 nanometers and a bandwidth
of 0.4 nanometer. The absolute rotational Raman cross section values used in the cal-
culations were obtained from reference 21. These values were 3. 55x10- 3 0 and
8.40x10 - 3 0 square centimeter per steradian for nitrogen and oxygen, respectively.
When applying an exciting laser energy of 4 joules and incorporating other system pa-
rameters such as manufacturer supplied PMT characteristics, the calculated signal re-
turn near a 100-meter range is on the order of 30 milliamperes of PMT anode current.
The actual signal return was normally 5 to 10 milliamperes before amplification.
Cursory measurements of the return signal polarization characteristics also com-
pared well with theoretical predictions. The measured depolarization ratio of the return
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signal from clean air at 694.3 nanometers (i.e., Rayleigh-Mie signal) was approxi-
mately 0. 10, which is common for an urban environment (ref. 4). This would indicate
that between 15 and 20 percent of the nonshifted return was from asymmetrical scatter-
ing elements. The depolarization ratio of the Raman scattered return was 0.68 as com-
pared with the theoretical value of 0.75 for pure air.
After the full-on point, the ratio of the intensities of the two Raman channels (fig.
12) at any particular range is a direct indication of the atmospheric temperature at
that range. Although traces such as these could be used to make quantitative tempera-
ture measurements and perhaps also to determine temperature gradient locations, the
accuracy of this data reduction procedure is severely limited. And, when using stand-
ard manual techniques, the data acquisition rate is slow. For these reasons all data
used in the temperature analysis was acquired in digital form on printed tape. The data
recorded for each test shot included a received signal intensity, a background intensity,
and a balance check intensity for both Raman channels. A Raman intensity ratio was
calculated by first subtracting the background signal from the received signal, taking the
ratio of that quantity, and then correcting this ratio, if necessary, by a gain factor ob-
tained from the balance test.
When a 20-nanosecond sample time was used, the typical one-sigma deviation of the
Raman intensity ratio was 10 percent. This error in the ratio measurement could be
reduced at a loss of temporal resolution by averaging over several test shots or at a
loss of spatial reduction by increasing the sample time. For example, by increasing the
sample time to 48 nanoseconds, the deviation was actually reduced to only 6 percent.
As a compromise, all intensity ratio data discussed in the remainder of this report were
acquired with a sample time of 20 nanoseconds, but each data point represents the
arithmetic average of 10 test shots or one minute of test time.
Temperature measurement data obtained in this digital format is shown in figure 13
where the measured Raman intensity ratio is plotted as a function of the ambient atmos-
pheric temperature. The control capabilities of the control zone were not used for these
tests. These data samples were taken at ranges varying from about 100 to 120 meters
during the winter when the ambient temperature was in the range from -100 to 150 C.
The line shown in figure 13 represents a weighted least mean square fit to the data.
This fit was obtained from theoretical calculations by finely adjusting the filter charac-
teristics about their measured values until a minimum deviation from the data was ob-
tained. The transmittance characteristics of the two filters used to calculate the line in
figure 13 were 691.2-0.4 and 687.4-2.05 with peak transmittances of 30.5 and 26 per-
cent, respectively. The one-sigma deviation of the data from this calculated line was
±40 C.
With this correlation of intensity ratio response to temperature variations deter-
mined, additional tests were conducted using the control zone to create a target volume
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of air whose temperature was substantially different from the ambient outside tempera-
ture. The mean zone air temperature for the series ranged from 150 C above ambient
to 250 C below ambient. For these tests the sample range was centered in the control
zone (i.e., 100 m). Figure 14 shows the results of these tests where, again, each data
point represents 10 consecutive test shots. The line drawn through the data is the
established correlation from figure 13. In general, the greatest error from the pre-
dicted behavior was at the low-temperature extreme of the data where the Raman in-
tensity ratios were lower than predicted. This would result in higher indicated Raman
temperature than that measured by thermocouples. This discrepancy is also illustrated
in figure 15 where data from the same test series is presented in another format.
The data as plotted in figure 15 illustrate that an increase or decrease in zone tem-
perature was always appropriately indicated. However, the magnitude of the change in
the cooled zone was less than expected. This could be because the differential between
the sampled air volume temperature, which was measured by thermocouple probes, and
the ambient air temperature was really not as large as implied. The actual tempera-
tures of the air inside the zone could normally only be determined to within about 50 C
before the test shots because of uneven heating or cooling and thermal stratification and
to within about 80 C after the test shots because of the migration of ambient air into the
zone. This was a particular problem with a large cooled zone. Also, any error in
establishing the range at which the sample was taken would cause a deviation in the tem-
perature of the sampled volume toward ambient. Even with these problems, the results
shown in figures 14 and 15 do indicate that the temperature of a layer of air as little as
12 meters thick can be measured with this system.
During the completion of the control zone test series, a significant inconsistency
was noted in the intensity ratio data. At the beginning of one day's testing, intensity
ratios were consistently below those predicted for a particular temperature. Because
this downward shift in the intensity ratio persisted, a short test series was conducted
for comparison with the previous ambient data. The data obtained in the second ambient
series is shown in figure 16 along with the primary data fit correlation from figure 13.
The shifted data fit line shown in figure 16 was obtained again from the theoretical cal-
culation but this time by adjusting the filter characteristics about those values used to
calculate the primary data fit line. The downward shift in the data fit (fig. 16) can be
achieved by any combination of a few nanometers shift in the center wavelength or band-
width of either filter or a less than 5-percent change in either of their peak transmit-
tances. Unfortunately, during an attempt to determine the exact cause of this shift
through a remeasurement of this filter characteristics, one of the filters was perma-
nently damaged, and no conclusive results were obtained.
The data of figure 16 illustrate the major difficulty remaining in using such a sys-
tem to make absolute temperature measurements. The unpredictable behavior of inter-
ference filters such as those used in this study require that repeated calibration tests be
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made to check the intensity ratio value at a particular temperature. However, as dis-
cussed in the section Theory of Measurement Technique, once this value is determined,
at one temperature, its value at any other temperature can easily be extrapolated
through a normalization procedure. Also, even if an absolute measurement cannot be
acquired, relative temperature measurement such as lapse rate and gradient conditions
can still be obtained accurately.
When the one filter from the original filtering combination was damaged, its re-
placement with another filter required a new system calibration. This calibration or
data fit correlation is shown in figure 17. Although data were obtained at only two tem-
peratures, these were considered adequate because of the good correlation data fits that
were obtained with the original filter combination. In fact, calibration data for only one
temperature is needed for such a correlation. Data for the second set of temperatures
were obtained as a final check on the system.
CONCLUSIONS
The purpose of this study was to demonstrate that the Raman-shifted return of a
lidar system could be used to make remote atmospheric temperature measurements.
After the development and construction of a Raman lidar system, test measurements
were made along a horizontal path at temperatures between -300 and 300 C and at ranges
of about 100 meters. Temperature data were acquired by recording the intensity ratio
of two portions of the Raman spectrum that were simultaneously sampled from a preset
range. Tests initially conducted at ambient conditions using the normal outside air tem-
peratures as a test parameter provided a correlation of the Raman intensity ratio as a
function of temperature for the particular optical-filter arrangement used in the system.
These tests verified that the theoretical predictions formulated in the design of the sys-
tem were adequate. Tests were also conducted with controlled temperatures above and
below ambient to provide temperature gradient data.
The results of these tests indicate (1) that 10 shots, or 1 minute of data acquisition,
from a 100-meter range with the present system, can provide absolute temperature
measurements with an accuracy of +40 C and a range resolution of about 12 meters,
(2) that the small fluctuations in transmittance inherent with narrow-band interference
filters can be accounted for through a single-point calibration and a normalization pro-
cedure, and (3) that, because the measurement accuracy compares well with that pre-
dicted for the particular unit tested, a field-application system can be built with signifi-
cant improvements in both measurement accuracy and range.
Lewis Research Center,
National Aeronautics and Space Administration,
Cleveland, Ohio, March 14, 1974,
501-04.
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TABLE I. - FILTER PAIR TRANSMITTANCE CHARACTERISTICS
YIELDING MINIMUM STANDARD DEVIATION OF
TEMPERATURE MEASUREMENT CALCULATED
FOR TEMPERATURES NEAR 253 K
Transmittance characteristics, Standard deviation
Ifilter 1/Ifilter 2 of temperature,
K
I687.8-2.8/1696.2-0.8 7.90
I687.8-2.6/1692.6-0.8 8.71
1696.2-0.8/ 701.4-2.9 8.80
1692.6-0.8/1701.4-2.7 9.76
360 I Region A R-Region B
300 - (N 6 0')
240- Temperature,24 K
180 - (N4) 313
(N2 (N3 & 05) (015 ) 
N)
S((o3 210 (017 & N12 )
120 - Laser (N 5) (N ( 2 1 '
line (N 0 (01 )(N 14 )-• 60-  1) OI)(. " " (015)() (N N & 0
695 696 697 698 699 700 701
Wavelength, nm
(a) Stokes.
- 240 F- Region C - -- Region D
180 -
120-
, 60' A 
Laser
OL -/A I .line
688 689 690 691 692 693 694
Wavelength, nm
(b) Anti-stokes.
Figure 1. - Comparison of theoretical Raman spectrum of air for temperatures of 243 and 313 K (incident laser wavelength at 694.3 nm).
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.1 Figure 3. - Raman intensity ratio as function of temperature for
typical filter pair.
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Figure 2. - Comparison of Gaussian and measured filter functions.
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Figure 4. - Comparison of Raman intensity-ratio - temperature
curves for various filter pairs.
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Figure 5. - Normalized curves for three filter pairs.
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Figure 6. - Lidar test area.
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Figure 7. - Interior of lidar trailer.
Thermocouple rakesCooling system-\ 
-, r
Figure 8. -Temperature control zone.
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Figure 10. - Optical design schematic.
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Figure 9. - Energy collector and safety shield.
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Figure 11. - Block diagram of lidar electronics.
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Figure 12. - Typical analog return signals.
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Figure 13. - Variation of Raman intensity ratio as func- -30 -20 -10 0 10 20 30
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Figure 14. - Measurement of temperature within the control zone.
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Figure 15. - Measurement of difference between control zone air
temperature and ambient air temperature.
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Figure 16. - Ambient temperature data after change in
filter function.
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Figure 17. - Ambient temperature data with replacement filter com-
bination.
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